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Surface chest motion can be easily monitored with a wide variety of sensors such as pressure belts, fiber 
Bragg gratings and inertial sensors, etc. The current applications of these sensors are mainly restricted to 
respiratory motion monitoring/analysis due to the technical challenges involved in separation of the cardiac 
motion from the dominant respiratory motion. The contribution of heart to the surface chest motion is 
relatively very small as compared to the respiratory motion. Further, the heart motion spectrally overlaps 
with the respiratory harmonics and their separation becomes even more challenging. In this paper, we 
approach this source separation problem with independent component analysis (ICA) framework. ICA with 
reference (ICA-R) yields only desired component with improved separation, but the method is highly 
sensitive to the reference generation. Several reference generation approaches are developed to solve the 
problem. Experimental validation of these proposed approaches is performed with chest displacement data 
and ECG obtained from healthy subjects under normal breathing and post-exercise conditions. The 
extracted component morphologically matches well with the collected ECG. Results show that the proposed 
methods perform better than conventional band pass filtering. 

Advancements in health care have increased the average human life expectancy. However, individuals with 
complex health conditions are also becoming common 1 . Consequently, a significant rise in the number of 
patients with chronic age-related diseases (such as congestive heart failure, sleep apnoea and obstructive 
pulmonary disease) is observed in recent times 2 5 . In the United States alone, at least 180,000 deaths per year are 
associated with Sudden Cardiac Death and other cardiovascular diseases 1415 . Limited medical resources and 
increasing health care costs are the major concerns 4,6 that can be alleviated by continually monitoring the patient's 
health outside the hospital settings 7,8 . In this regard, efforts are being made in developing un-obtrusive perso- 
nalized health care systems for long-term health monitoring. One approach for achieving this goal is to develop 
wearable sensors (accelerometers, electrodes or microphones, etc.) that can be placed directly or indirectly on the 
body 9 . These wearable sensors can be coupled with smart phones for self-awareness of user and automated 
generation of distress call in case of emergency. Accelerometers or inertial measurement units (IMUs) based 
wearable sensors have gained high popularity due to their small size, cost-effectiveness, little power consumption 
and versatility in terms of applications such as activity monitoring 9 , fall detection 13 and physiological monitor- 
ing 12,38 . With the improved sensitivity, IMUs are capable of acquiring respiratory signals from the chest sur- 
face 42,43 . The chest surface moves predominantly due to inflation and deflation of the lungs during the breathing 
cycle. This movement ranges from 4-12 mm 17 with a frequency range of 0.2-0.34 Hz (12-20 breaths per 
minute) 18 . In addition to respiratory motion, the chest surface motion also includes comparatively faster but 
weaker vibrations (precordial motion 41 ) due to the beating of the heart. The chest surface motion due to the 
beating of the heart has an amplitude range of 0.2-0.5 mm 19 and frequency range of 1-1.34 Hz (60-80 beats per 
minute) 18 . Applications of surface chest motion include, but are not limited to apnoea screening 42 , acquisition of 
clinically valuable parameters such as hemodynamic parameters 44 and detection of early stage hemorrhage 45 etc. 
However, it is essential to separate the precordial motion and respiratory motion from composite chest surface 
motion for further analysis in these applications. The purpose of this research is to employ motion sensors (IMUs) 
to acquire the composite surface chest motion and decompose that motion into its constituent sources (i.e. 
respiration and heart) for long-term monitoring of respiration and cardiovascular activity. 

Several works have tried to separate the precordial motion from the surface chest motion. One of the earliest 
works used microwave doppler radar to detect the chest surface motion in the absence of respiration 20 . When 
respiration is suppressed, the surface chest motion is essentially the precordial motion (assuming that there is no 
body motion). Since then, significant efforts are put to improve the microwave doppler radar technology which 
can be employed for remote surveillance/detection of heart beats at a distance from subject 21,35 . However, this 
approach constraints the subject to remain within line-of-sight (LoS) of the antenna. This limitation is addressed 
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by augmenting a visual camera system to track the subject and move 
antenna accordingly 36 . Apart from doppler radar, contraction and 
expansion of fiber Bragg gratings are employed under the bed or 
chair to obtain the surface chest wall motion 16,22,23 . For ubiquitous 
and unobtrusive monitoring of the patients without interrupting 
their daily life activities, the recent focus has been on wearable sen- 
sors that can be placed directly or indirectly on the body 6,912 . 
Recently, a wearable system equipped with accelerometer is intro- 
duced which can provide the precordial vibrations 39 . Nevertheless, 
the prototype requires the subject to remain still in order to record 
these vibrations. This is done in order to avoid body motions which 
can corrupt the desired signal. Various signal processing techniques 
have been employed for the separation of precordial motion from the 
surface chest motion. Wavelet decomposition is used to filter the 
respiration from the surface chest motion 21 . To improve the accuracy 
of heart beat detection with this method, a statistical method is 
employed to eliminate the false heartbeats and add the correct 
beats 37 . In 16 , a simple approach based on two band-pass filters is 
employed for separating respiratory motion and precordial motion. 
However, with the band pass filter approach, the higher harmonics of 
the respiratory signal often overlap with the dominant frequency 
band of the precordial motion 24 which results in inaccurate separa- 
tion. Moreover, the methods based on band-pass filters require sub- 
ject-specific tuning and cannot be generalized for all the subjects and 
conditions. 

In this paper, we approach the separation problem of respiratory 
and precordial motion with Independent Component Analysis 
(ICA) framework 25 . ICA can separate the constituent sources by 
utilizing their statistical independence rather than the spectral dis- 
tinction 31 . One of the most successful applications of ICA is artifact 
removal from (multi-channel) EEC signals, where artifacts can spec- 
trally overlap the EEG signals 26 . However, the application of conven- 
tional ICA yields multiple components, which require interpretation 
and component selection. To solve this problem and further improve 
the separation quality, we employ constrained ICA (cICA) or ICA 
with reference (ICA-R) 27 . ICA-R requires a reference signal that 
should roughly match the desired source. However, the reference 
generation becomes critical due to varying periodicity and morpho- 
logical characteristics of the precordial motion. To address this issue, 
we form an idealistic reference generation technique that incorpo- 
rates the periodic information from ECG and subject-specific mor- 
phological characteristics of precordial motion from the chest 
surface motion in the absence of respiration. Our final goal is to 
develop a method that is independent of ECG, and can be employed 
for separating the precordial motion from wearable sensors to aid the 
enhancement of personalized health care in various daily life scen- 
arios. For this purpose, we employ a delayed correlation based ref- 
erence generation method 28 that is based on maximizing the 
autocorrelation of the desired source (precordial motion). The sepa- 
ration methods are tested under normal breathing conditions (80 
trials from 9 subjects) and post exercise conditions (10 trials from 
5 subjects). Results show that the performance of delayed correlation 
based reference generation 28 is comparable to the ECG based ref- 
erence generation and marks a significant improvement over con- 
ventional ICA and band-pass filtering methods. 

Results 

In this section, we first describe the experimental setup and protocol 
employed for data collection. Then the measures employed for per- 
formance analysis are discussed. Based on these measures, the results 
are analyzed for free breathing and post exercise trials. 

Experimental Setup and Protocol. Experimental verification of the 
proposed approach was performed on the data acquired from 9 
healthy male subjects. The ages of these subjects were in the range 
of 22-32 (25.6 ± 3.3) years, while their BMIs ranged from 18.3-27.2 



(21.86 ± 2.56) kg/m 2 . The study was approved by the institutional 
review board of Kyungpook National University and was conducted 
according to the principles expressed in the declaration of Helsinki. 
Written consent of all the subjects was taken prior to the experiment. 

The data acquisition for the experiment consisted of two parts: i) 
recording the surface chest motion with multiple infrared (IR) cam- 
eras and ii) simultaneous recording of established referential signals 
i.e. ECG, Nasal thermal sensor signals and respiratory belt signals. 
The experimental setup is shown in Fig. 1(a). 

A complete block diagram of data acquisition and the approach is 
shown in Fig. 1(c). The surface chest wall motion is acquired by the 
VICON IR camera system (VICON Motion Systems Ltd., UK). Six of 
these cameras tracked the three dimensional motion of the retro- 
reflective optical markers. 16 such markers were placed on the 
anterior upper body in a 4 X 4 grid as shown in Fig. 1(a) and 
Fig. 1(b). The placement of markers was done to capture the motion 
of full trunk. Efforts were made to adjust the markers to cover the 
point of maximal impulse (PMI) and the lower sternum for getting 
maximal and cleaner movement due to the heart. However, only 8 
markers were used for the analysis (as shown in Fig. 1(b)) and the 
complete 16-marker configuration was used to optimize the location 
and number of sensors to be placed. The cameras were placed in an 
approximately circular pattern around the subject to ensure that each 
optical marker placed on the chest was visible to at least three cam- 
eras for reliable 3-D reconstruction of motion. The sampling rate for 
the VICON camera system was set to 100 frames per second. The 
ECG and the reference respiratory signals (respiration belt and ther- 
mal nasal sensor) were recorded by BIOPAC biological data acquisi- 
tion system (BIOPAC Systems Inc., USA). The sampling frequency 
for the BIOPAC recorder was set to 500 Hz. To demonstrate the 
validity of approach in various daily life scenarios, we recorded the 
trials under: i) normal (free) breathing, ii) post-exercise and iii) 
breath-hold conditions. The timing diagram for experimental setup 
is illustrated in Fig. 2. Under normal breathing, 6-10 trials of 90 
seconds each were recorded. Two trials of 90 seconds duration were 
recorded from 5 subjects each under post-exercise condition to simu- 
late elevated heart rates. In this scenario, the subject was asked to 
perform exercise (for instance, jumping jacks) for approximately 3-5 
minutes. As soon as subject completed the exercise, his heart rate was 
checked and recording of the trial began immediately. Three trials 
from 9 subjects were recorded in breath hold conditions, in which the 
subjects were asked to halt breathing. The duration for this maneuver 
was also left on subject's discretion to ensure the comfort and safety 
of the subject. All the trials for each scenario were recorded with the 
subjects in the supine position. 

Performance Measures. This subsection discusses the performance 
measures employed for analyzing the performance of ICA methods 
for the separation of cardiac source. Further, the methods are 
compared with a zero-phase 4" 1 order Butterworth bandpass filter 
with pass band 0.7 Hz to 2.17 Hz. 

Improvement in Normalized Power Spectrum Ratio. One instance of 
power spectral density (PSD) comparison before and after ICA 
source separation is shown in Fig. 1(d). The PSD of signal before 
separation (chest displacement signal) shows very high power in the 
respiratory band (highlighted as light red). However, after the source 
separation, the power in respiratory band is minimized while max- 
imizing the power in the cardiac band (highlighted as green in 
Fig. 1(d)). One measure to quantify the quality of separation (sup- 
pression of undesired component) is the improvement in the nor- 
malized power spectrum (INPS) 29 . A similar approach is used here 
that combines the suppression of respiratory component and boost- 
ing of cardiac component. Let a l be the measure of respiratory com- 
ponent suppression which is defined as: 
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where Pf represents the power in the respiratory band before sepa- 
ration, while Pf represents the power in the respiratory band after 
separation. Higher value of ot 1 suggests more reduction in Pf i.e. 
higher attenuation of respiratory component. 

Similarly, let a 2 be the measure of amplification of cardiac com- 
ponent, which is defined as: 

pA 

«2 = 10%io^ (2) 

c 

where represents the power in the cardiac band before separation, 
while Pf represents the power in the cardiac band after separation. 
Higher value of a 2 suggests an increase in Pf i.e. higher amplification 
of the cardiac component. The overall improvement in the power 
spectrum a is then defined as: 



a = a.i+a 2 (3) 

where higher value of a. indicates better separation quality. 

The bounds for respiratory band were determined from the valley 
points (minima) around the dominant peak in the average PSD of the 
chest displacement signals where respiration is the major contributor 
of the motion. Similarly, the bounds for cardiac band were deter- 
mined from the valley points (minima) around the fundamental peak 
in the PSD of ECG; where fundamental peak corresponds to the 
periodicity of heart beats. 

Peak-R Offset. Since ECG is considered as the gold standard in lit- 
erature for recording heart activity, the proposed approach requires 
comparison against ECG. However, ECG is an electrical signal and 
the motion of the chest due to the beating heart is a mechanical 
displacement. Moreover, the morphology of ECG signal and the 
chest displacement due to heart are entirely different. Owing to these 
reasons, some offset is expected between the peaks of ECG (R peaks) 
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and the peaks of the separated signal. This offset is termed here as 
Peak-R offset. Since the mechanical motion of the heart is related to 
the electrical signal, therefore Peak-R offset should remain constant 
for a given trial. In other words, smaller standard deviation of this 
offset will imply better source separation. Peak-R offset was tested on 
breath-hold chest displacement signals from 9 subjects which 
showed an average standard deviation of less than 1 sample. 
Negative peaks (valleys) of the separated signals (precordial motion) 
are detected using auto-threshold peak detection algorithm 30 . Since 
diastole is slower than systole, valleys are sharper than peaks and 
provides less error in calculating the intervals. A comparison is made 
between FastICA, ICAR-ECG, ICAR-Correlation and zero-phase 
bandpass filter to analyze the performance for this measure. 

Free Breathing Trials. Subject-wise INPS is shown in Fig. 3(a) where 
the statistics (mean and standard deviation) are calculated over all 
the trials for the given subject. The mean INPS of ICAR-ECG and 
ICAR-Correlation appears to be similar; whereas the mean INPS of 
FastICA is better in the subject (SI). In terms of standard deviation, 
ICAR-ECG has the lowest standard deviation in subjects SI to S6; 
whereas ICAR-Correlation shows slightly lower standard deviation 
than ICAR-ECG in the rest of the subjects. FastICA shows 
significantly higher standard deviation in subjects S3 (as compared 
to ICAR-ECG) and S5 (as compared to ICAR-ECG and ICAR- 
Correlation). In subjects S8 and S9, lower INPS deviation is 
observed in FastICA; however, the mean INPS of FastICA is also 
lower in these subjects. 

Subject- wise Peak-R offset is shown in Fig. 3(b) where the statistics 
(mean and standard deviation) are calculated over all the trials for the 
given subject. ICAR-ECG shows lowest deviations in subjects S2, S3, 
S5, S6, S7 and S9 as compared to the other methods. ICAR- 
Correlation shows lowest deviations in subjects SI and S8; while 
similar deviations are seen for ICAR-Correlation and ICAR-ECG 
in subjects S3, S5, S7 and S8. Bandpass filter shows lowest deviations 
in subjects S4 and S9 (similar deviation values are observed in ICAR- 
ECG for these subjects). FastICA shows similar deviations in subject 
S2 in comparison with ICAR-Correlation, and S3 in comparison 
with other methods. 

Post-Exercise Trials. 10 trials of 90 seconds each were recorded from 
5 subjects after exercise to simulate tensed or anxious conditions as 
faster and stronger heart beats are expected in such conditions. 



Subject-wise INPS (statistics of INPS in all trials for a given 
subject) is shown in Fig. 4(a). The performance of ICAR-ECG and 
ICAR-Correlation is comparable in subjects S2, S3 and S4. In subject 
SI and S5, ICAR-Correlation shows highest mean INPS but with 
higher standard deviation as compared to ICAR-ECG. FastICA 
performs comparable to other methods in subjects S2, S3 and S4 
with slightly lower mean values. In subjects SI and S5, mean INPS 
of FastICA is higher than ICAR-ECG, but with significantly higher 
standard deviations. 

Statistics of Peak-R offset (mean and standard deviation) for each 
trial are shown in Fig. 4(b). Dashed line separates two trials (per 
subject), whereas solid lines separate the subjects. FastICA performs 
comparable to the other methods in S2(T2), S4(T2) and S5(T1 and 
T2). Bandpass filter performs comparable to ICAR-ECG and ICAR- 
Correlation in S2 and S5 and better than ICAR-Correlation in S3. 
ICAR-Correlation performs comparable to ICAR-ECG in all the 
subjects except S3, whereas ICAR-ECG performs best in all the 
subjects. 

Dynamic Peak-Peak Interval Variability. This measure compares 
the peak-peak intervals obtained from the separated precordial 
motion, and the R-R intervals obtained from ECG The higher 
similarity of these intervals between ECG and separated signal 
calculated over time suggests better separation and reliable 
usability of the separated signal for further Heart Rate Variability 
(HRV) analysis. 

In order to plot peak-peak interval variability, the intervals 
between each peak are then averaged over a 2 second window that 
moves every 1 second. The resulting dynamic P-P intervals are plot- 
ted against time. A comparison is performed for Fast ICA, ICAR, 
ICAR-Correlation and bandpass filtering against standard ECG. 

Peak detection for the separated components from two trials are 
shown in Fig. 5(a) and Fig. 5(c) for free breathing and post-exercise 
respectively (20 second segment out of full length trial is shown for 
better visibility). The corresponding HRV plots are shown in 
Fig. 5(b) and Fig. 5(d). It can be observed that the component 
obtained from band pass filtering shows deviated peak- peak intervals 
when compared against ECG. In comparison, ICA methods show 
similar peak-peak intervals. Moreover, peak-peak intervals calcu- 
lated from ICAR-ECG shows least deviation from the peak-peak 
intervals calculated from ECG as compared to other methods. 
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Peak-Peak Interval Analysis. In order to evaluate the similarities 
between peak-peak intervals obtained from ECG (reference mea- 
surement) and separated precordial motion (test measurements), 
we employed Bland- Altman (BA) analysis 40 and scatter plots. BA 
analysis identifies the presence of fixed and proportional errors. 
Further, it determines the reliability of the method under test by 
providing limits of agreement between reference method and the 
method under test. The scatter plots provide a visual reference for 
the relationship between reference measurements and test measure- 
ments precordial motion. Pearson's correlation coefficient is also 
found to quantify the similarity between reference measurements 
and test measurements. 

BA plots for free breathing and post-exercise are shown in Fig. 6(a) 
- Fig. 6(d) and Fig. 7(a) - Fig. 7(d) respectively. The peak-peak 
intervals calculated from the separated heart motion are denoted 
by X m ; whereas the peak-peak intervals calculated from ECG are 
denoted by X r . The Limits of Agreement containing nearly 95% of 
the errors are indicated by red dashed lines and calculated as 
mean(X m - X r ) ± 1.96 X SD(X m - X r ) 40 , where SD() represents 
the standard deviation and mean() represents the average error. The 
range (width) of these limits (LoA) given in BA plots is calculated as 
LoA = 2 X 1.96 X SD(X„, — X r ). The mean error is indicated by the 
black solid line. The scatter plot for showing the similarity between 
peak-peak intervals obtained from ECG and the separated motion is 
shown in Fig. 6(e) - Fig. 6(h) and Fig. 7(e) - Fig. 7(h) for free- 
breathing and post-exercise respectively. The similarity is quantified 
as correlation coefficient and the resulting linear regression line is 
plotted. 

In the BA plots shown for free breathing in Fig. 6(a) - Fig. 6(d), it 
can be observed that difference intervals are least scattered for ICAR- 
ECG with smallest LoA. The scattering and hence LoA increases 
subsequently for ICAR- Correlation, bandpass filter and FastlCA. 
The scatter plots in Fig. 6(e) - Fig. 6(h) show highest Pearson's 
correlation coefficient (R) for ICAR-ECG, which subsequently 
decreases in ICAR-Correlation, bandpass filter and FastlCA. 
Similar conclusions can be drawn for post-exercise trials. 

BA plots for post exercise trials are shown in Fig. 7(a) - Fig. 7(d). It 
can be observed that difference intervals are least scattered for ICAR- 
ECG with smallest LoA. The scattering and hence LoA increases 
subsequently for ICAR-Correlation, bandpass filter and FastlCA. 



The same conclusion was drawn from the BA analysis of free breath- 
ing trials. 

Discussion 

The fundamental frequencies of respiratory signal and heart signal 
are apart in frequency domain and therefore it is intuitive to use 
bandpass filter to separate the two signals. However, this approach 
may not perform better in scenarios such as: i) presence of body 
movement in the subject which may spectrally overlap the desired 
band of frequencies and ii) presence of higher respiratory harmonic 
(such as y d or 4"' harmonics) close to the beating frequency of heart. 
ICA methods can deal with the body motion by utilizing multiple 
sensors and cancelling the body motion, provided that each sensor 
records the same (or linearly scaled) body motion such that the ICA 
model can hold. The harmonics problem can be well addressed by 
ICA methods, as the signals are separated based on the statistical 
independence rather than the spectral distinction. 

Experimental results demonstrate that ICAR-ECG performs best, 
and is subsequently followed by ICAR-Correlation, bandpass filter 
and FastlCA. The failure of FastlCA can be explained by the local 
minima and sign indeterminacy problems (the desired signal may 
come out as inverted) 34 . In ICAR-ECG, the reference generation 
process combines ECG timing as well as the breath-hold signal mor- 
phology and provides best performance compared to the rest. ICAR- 
Correlation marks a significant improvement over bandpass filter 
without ECG and makes it more attractive for practical applications. 

The post-exercise trials start with higher breathing amplitude and 
frequency as well as stronger and faster heartbeats. However, with the 
passage of time, these characteristics of heart motion and the respir- 
atory motion changes. The breathing cycle and heart beats slow 
down and the respiratory and cardiac motion becomes weaker. If 
the respiratory and cardiac motion amplitude decays at the same rate 
(for some time), then the two sources may become partially depend- 
ent which can affect the separation performance in the ICA methods. 
On the other hand, bandpass filters can have an aggravated problem 
with respiratory harmonics and body motion artifacts. For these 
reasons, all the methods show decreased performance in post-exer- 
cise trials as compared to free breathing trials. However, the perform- 
ance order for post-exercise trials is same as the free breathing trials, 
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i.e. ICAR-ECG performs best and subsequently followed by ICAR- 
Correlation, bandpass filter and FastICA. 

The template generation for ICAR-ECG requires the subject to 
hold breath once for adequate time (10-15 seconds). This is possible 
for healthy subjects but can be inconvenient for patients with respir- 
atory conditions. Shorter duration for breath hold segments may 
not be able to generate a generalized pulse template and there- 
fore can deteriorate the separation performance of ICAR-ECG. 



The separation performance of ICAR-Correlation depends on the 
proper selection of time delay for which the autocorrelation for the 
desired source (precordial motion) is maximized. Estimation of 
the time delay requires the precordial motion to be temporally cor- 
related, which is true in most of the cases. Band-pass filter approach 
relies on subject specific tuning to yield optimum results and is 
limited when respiratory harmonic overlaps with the fundamental 
heart beat frequency. 
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Figure 7 | Peak-Peak interval validation analysis in post-exercise breathing trials: (a) - (d) Bland- Altman plots, (e) - (h) Scatter plots. 



This work is a part of our continuing research in the development 
of wearable sensors based on inertial sensors for ubiquitous and non- 
obtrusive cardiopulmonary monitoring. Although the present work 
relies on the optical sensors, in future inertial sensors will be 
employed for the measurement of chest displacement. Light weight 
and cost effective accelerometer based smart garments will provide 
an affordable, personalized and long-term health monitoring. 
Moreover, the separation schemes with the experimental setup will 
be tested in more challenging real life scenarios including different 
postures (such as sitting and standing) and in-exercise scenarios 
(such as walking and running). However, employing accelerometers 
to obtain displacement is a major challenge. This issue will be 
addressed elsewhere. 

Methods 

Pre-processing. Chest surface motion is recorded as a 3-Dimensional signal. 
However, the pulsations on the chest surface due to the heart is prevalent in 
perpendicular direction to the frontal plane of the chest (other than ballistic force of 
blood flow in the head/toe direction). Therefore, we retain only z-axis motion signal 
for further processing (refer to Fig. 1(a)). For input selection, 2" d row and 4" ! row are 
considered. 2" d row provides the strongest contribution of heart to the chest motion as 
compared to the other rows. On the other hand, 4"' row provides minimal heart 
motion contribution as compared to other rows (see Fig. 1(b)). Further preprocessing 
steps include bandpass filtering of the displacement signals from 0.1-4 Hz (to 
improve SNR) and standardizing the signals (making the signals zero-mean and unit- 
variance to fulfill conditions for ICA). The selected preprocessed displacement signals 
are then fed as input to ICA/ICA-R algorithm. As a result, precordial motion is 
obtained as one of the independent components. 

Independent Component Analysis (ICA). Multiple instances of surface chest 
motion obtained simultaneously from different markers contain different 
contributions from respiration and heart. It is assumed that these contributions are 
linearly mixed to form overall surface chest motion. It is also understood that none of 
these sources are Gaussian in nature. Furthermore, these contributions can be 
assumed to be independent in the temporal aspect (however, strict independence in 
not necessary 31 ). These are the necessary conditions for ICA model 25 to hold. 

Let the motion from 8 markers be represented as x — {xu *2> • ■ ■> X &\ J and the 
underlying sources (one of them corresponds to the chest motion component due to 
heart) be s = {s lt s 2 , . . ., s 8 } r , then these signals can be expressed in terms of ICA model 
as x = As, where A is the mixing matrix of order 8X8 that corresponds to the weights 
of the underlying source signals in the observed chest surface signals. It is assumed 
that the input vector x is pre-whitened (or uncorrelated) such that £{xx T — I}, where 
£{.} is the expectation operator. Pre- whitening is possible by a linear transformation 
x— Vx 33 , where x is the raw (un-whitened) input vector and V — CD" 1/2 C r is the 
whitening matrix. C is the matrix of eigenvectors and D is the diagonal matrix 
consisting of eigenvalues of the raw input correlation matrix K — E { xx T } . Whitening 
process significantly reduces the computational complexity by orthogonally trans- 
forming the mixing matrix 34 . One of the approaches to maximize the independence 
between estimated sources is to minimize the gaussianity for all the estimated sources. 
This approach is based on the central-limit theorem which states that the mixture of 



non-Gaussian sources tends to Gaussian. In FastICA, approximation of negentropy 
(differential entropy of estimated source and Gaussian random variable of same 
variance) is employed as a measure of gaussinaity 32 . The one-unit update equation 
((where components or sources are found one by one) is given as 33 ): 



■v + — E{xg(w T x) } — E{g'(w T x) }w 
w — w + /\\w + 1| 



(4) 



where w is the weight vector corresponding to one of the sources y = w T x. g{u) and 
g'(u) are the first and second derivatives of the non-linear contrast function 

G(u) — — log cosh fljU with a-i = 1 (for optimal parameter selection, see 33 ). 

Fast convergence speed, ability to separate sub-Gaussian sources (with negative 
kurtosis and flatter distribution than Gaussian 31 ) and less sensitivity to parameters 33 
makes it a good choice for the source separation problem. After applying ICA, one of 
the 8 independent components (ICs) is obtained as the desired precordial motion. 
The precordial motion is identified (from other ICs) based on maximum relative 
power within the spectral range of heart beat. Further, Visual inspection is also 
performed to validate the selection. 

ICA with reference. Conventional ICA algorithms (such as FastICA 32 ) yield multiple 
independent components. Therefore, it becomes necessary to properly identify the 
desired source (precordial motion). If the number of undesired sources is more, the 
search for the desired source becomes computationally expensive 27 . Application of 
ICA with reference (ICA-R) is aimed towards automated extraction of desired source 
only. To achieve this goal the weight vector for the desired output component is 
optimized under one additional inequality constraint termed as closeness measure. 
The constrained contrast function is defined as 27 : 



max J(w)~p[E{G(w T x)} -E{G{v)}] 
s.t. g(w) = e(y,r)-£<>0, 
h(w) =E{/}- 1=0 



(5) 



where w is the weight vector of one component and J(w) is the objective function 
(approximation of negentropy) to be maximized with respect to w. x is the vector of 
pre-whitened observed signals and y — w T x is one source corresponding to w weight 
vector, p is a positive scaling constant for the objective function chosen as 1, whereas 
G() and a.\ are defined above in section ICA. The equality constraint h(w) limits the 
variance of estimated source^ equal to unity. The inequality constraint g(w) limits the 
closeness measure e (y,r) (between the estimated source^ and the reference signal r) to 
be less than the threshold £ such that it follows the relationship: 



eyw* x,rj <t(wi r x,r) < ■ ■ ■ <t(w„_i T x,r) 



(6) 



for optimum vector w* for the desired output. 

The closeness measures employed commonly are: i) Mean Square Error (MSE) and 
ii) Correlation between the reference signal and the estimated output at the current 
iteration 27 . However, these measures are very sensitive to the choice of the reference 
signal and the threshold selected. Therefore, appropriate selection of the reference 
signal is necessary to ensure the convergence for the desired signal. 

The conventional way of generating reference signals includes determining the 
periodicity of the desired waveform and generating a simple pulse train having same 
period. However, the heart beat interval changes with time. Moreover, the correct 
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Chest Displacement Generated Reference ECG 




Figure 8 | Reference generation with ECG: (a) One instance of Breath hold segment, (c) Pulses of fixed length superimposed with R-peak of ECG in 
center, (d) Average of chest displacement pulses and ECG pulses shown in (c), (b) Reference generation for some other breath hold segment and 
comparison. 



phase offset for the reference signal has to be known in order to maximize the 
closeness between the reference signal and the cardiac component. Therefore, special 
measures are required for the reference generation. 

ICA-R using Delayed Autocorrelation 28 . This method employs the second order stat- 
istics (correlation) to generate a reference signal for weak temporally correlated 
source signal. Several time-delays are identified which maximize the autocorrelation 
of the desired source. Based on these time delays, the desired source is roughly 
extracted, which is then employed as the reference signal for ICA-R. 

The weight vector w for generating the reference signal r — wx is given as 28 




The EIGQ operator identifies the eigenvector corresponding to the maximum 
eigenvalue. The autocorrelation matrix of the pre- whitened input signals is given as 
R x (t p ) — £{xx(t — ip) 7 }. Pis the number of time delays {ti • • • t p } that maximize the 
autocorrelation of the desired source. In case of precordial motion, the average time 
period is considered as X\ and P is set to unity. The average period is determined from 
the autocorrelation function of one of the whitened signals (identified by maximum 
relative power within the spectral range of heartbeat). The first peak of the autocor- 
relation at non-zero lag is set as T\. 

ICA-R using ECG. Synchronization observed between the cardiac source pattern and 
the QRS complex of corresponding ECG can be used to mitigate the phase effects and 
varying periodicity on the closeness measure. However, the QRS complex lacks the 
morphological similarity with the desired output component. To overcome this 
aspect, a new reference generation method is developed such that it incorporates the 
timing information of QRS complex together with the morphological characteristics 
of the desired output. 

Chest displacement in the absence of respiration (breath hold maneuver) corre- 
sponds to the beating of the heart. Since our goal is to separate the precordial motion 
from respiratory dominant chest motion, the desired signal should have the same 
morphology as obtained from the breath hold maneuver. Moreover, each subject can 
have a different morphology of heart beat. Therefore, the subject-specific reference 
generation is required in this case. Hence, the incorporation of this breath-hold signal 
in reference generation can be an effective way for achieving morphological 
similarity. 

For this purpose, multiple attempts of breath hold maneuver were recorded 
from each subject. One such instance is shown in Fig. 8(a). All the pulses are 
averaged over a window length that is selected based on the average repetition of 
the heart beat pulses. For each heartbeat, a window is placed that is centered at 
each R-peak of ECG to segment the breath-hold chest displacement signal into 
single pulses. The resulting pulses and ECG waveform segments are overlaid and 
displayed in Fig. 8(c). The segmented pulses are then averaged to form a general 
template as shown in Fig. 8(d). To generate the reference signal, the general 
template is placed and repeated for each R-peak of the ECG signal. One instance 
of generating reference is shown in Fig. 8(b). For verification, original breath-hold 
chest displacement signal (for same subject but different trial that was not 
employed in formulating the general template) is shown as green trace in 8(b). It 



can be seen that the generated reference is fairly identical to the (test) breath hold 
signal and can yield best possible results with ICA-R. 
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